[Acute implantation technique of the ellipsoid heart for clinical left ventricular assistance (author's transl)].
The results of the first clinical trials of left ventricular assist devices are not encouraging. The only indication at present is in patients with cardiac failure after cardiac operations. The acute type of ellipsoid heart described in this paper-displays a canulation technique where the inflow canula inserted in the left ventricular cavity via the left atrium and the outflow canula is directly connected to the aortic canula of the cardiopulmonary bypass. The haemodynamic response shows the efficacy of this system. The circulation can be maintained in severe cardiac failure, as well as in ventricular fibrillation and cardiac arrest. On the basis of data obtained in experiments on 7 female calves this system is considered worthy of clinical trial.